Improved forceps for pulmonary embolectomy.
A malleable, nonocclusive forceps for surgical extraction of fresh pulmonary emboli is described. This device allows the performance of pulmonary embolectomy under direct vision with an unobscured peripheral field and reduces the potential for traumatic pulmonary artery laceration.